Assessment of a new enzyme reaction rate analyser, the Vitatron AKES.
We have assessed the function of the Vitatron AKES (Automatic Kinetic Enzyme System) in terms of three enzymes, alpha-hydroxybutyrate dehydrogenase, alanine transaminase and asparate transaminase, and have compared the results with our existing techniques. Overall a good precision and correlation with routine laboratory methods was found. The machine is entirely automatic in operation and is economical in its use of sample and reagents.